
0.10% EtOH 20L 
Lot #07-05-100 
Prepared 11/9/06 

Mean 
Std Dev 

Expires 11/9/07 

0.1008 
0.1020 
0.1010 
0.1011 
0.1005 
0.1011 
0.0006 



Chrom Perfect Calibration File 

File Name: C:\Methods\BloodAlcohol4.cal 
Version: 835 

Creator: 
Description: 
Reason for change: 

Internal standard calibration 
No injection volume correction 
No sample weight correction 
Area reject threshold: 5000 
Reference peak area reject threshold: 0 
Amount units: 
No default component 

Method of calculating data point averages: Equal weight for all updates 
No calibration update report 

All levels are normal data points. 

Ethanol 

0.00 0.05 0.10 0.15 0.20 0.25 0.30 0.35 0.40 
Amount Ratio 

1.874 minutes 
0.2 minutes 
7 (n-Propanol) 

0 

0 
0 
0 

Expected retention time: 
Search window: 
Internal standard component: 
No retention time reference component 
Group number: 

High alarm limit: 
Low alarm limit: 
Component constant: 

Single peak quantification by area 

Y = 2.560186 X + 0 

Linear fit with equal weighting, forced to origin 
Coefficient of determination: 0.9999456 
Average error: 0.918% 
Average CF: 2.068862 
RSD: 55.911% 

Level Amount Response Cal Factor Error, % Amount Ratio Response Ratio 
1 0 (0) - 0.000 0 0 
2 0.0261 119337.5 4572318 2.051 0.0261 6.819103E-02 
3 0.0842 357985.4 4251608 1.356 0.0842 0.2184912 
4 0.1887 869256.3 4606552 0.910 0.1887 0.487503 
5 0.4 1786670 4466675 •0.271 0.4 1.021296 

Source 
Manual 
C:\Alcohol Data\alcl 11406\alcl 11406.0036.BND 
C:\Alcohol Data\alcl 11406\alcll 1406(1).0004.BND 
C:\Alcohol Data\alcl 11406\alol 1 H06.0005.BND 
C:\Alcohol Data\alcl 11406\alcl 11406.0006.BND 

Date and time 
4/11/2005 10:03 
11/16/2006 12:5 
11/14/2006 12:1 
11/14/2006 12:3 
11/14/200612:4 

Printed on 11/16/2006 12:58:40 PM P a g e 1 o f 1 



Chrom Perfect Chromatogram Report 

1200 - f 

1000 H 

800 

600 H 

400 

200 

1.0 1.5 2.0 2.5 

Format File Name = Alcohol4-JFH.met.FMT 835 

Today's Date = 11/16/2006 
Bound File Name = alc111406.0027.RAW 
Sample Name = CCS 
Date Taken = 11/16/2006 8:29:35 AM 
Method file = BloodAlcohol4.met 
Calibration file = BloodAlcohol4.cal 

3.0 3.5 4.0 4.5 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Today's Time = 1:02:33 PM 

VDH Headspace Alcohol 

Calibration Version = 835 

Area 

5.0 

Amount 
% WTA/OL 

2 
3 
4 

1.88 
2.65 
3.21 

Ethanol 
t-Butanol 
n-Propanol 

325052 
1291315 
1626141 

0.0780 
1.0006 
1.0000 

Printed on 11/16/2006 1:02:33 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1200-[ 

1000 

800 

600 H 

400 A 

200 

1.0 1.5 2.0 2.5 

Format File Name = Alcohol4-JFH.met.FMT 835 

Today's Date = 11/16/2006 
Bound File Name = alc111406.0028.RAW 
Sample Name = CCS 
Date Taken = 11/16/2006 8:44:24 AM 
Method file = BloodAlcohoW.met 
Calibration file = BloodAlcohoW.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Today's Time = 1:02:36 PM 

VDH Headspace Alcohol 

Calibration Version = 835 

Area Amount 
% WTA/OL 

2 
3 
4 

1.88 
2.65 
3.21 

Ethanol 
t-Butanol 
n-Propanol 

325866 
1284129 
1609511 

0.0790 
1.0053 
1.0000 

Printed on 11/16/2006 1:02:36 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 H 

800 

600 

400 

200 

OH 

1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 11/16/2006 
Bound File Name = alc111406.0029.RAW 
Sample Name = 0.1 
Date Taken = 11/16/2006 8:59:32 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak Ret Time Peak 
Number (min) Name 

— i ' 1 ' 1 ' r— 

2.5 3.0 3.5 4.0 4.5 5.0 

Today's Time = 1:02:38 PM 

VDH Headspace Alcohol 

Area 

1 1.88 Ethanol 556396 
2 2.65 t-Butanol 1439098 
3 3.21 n-Propanol 1758465 

Amount Headspace 
% WTA/OL Conversion 

0.1235 0.1008 
1.0312 0.8417 
1.0000 0.8162 

Printed on 11/16/2006 1:02:38 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000-

8 0 0 -

c 
c i 

6 0 0 -

-2
.6
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4 0 0 -

=
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1
.8

8
 

2 0 0 -

\ - 
IN

T-

0 -
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1.0 1.5 2.0 2.5 3.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 11/16/2006 
Bound File Name = a id 11406.0030.RAW 
Sample Name = 0.1 
Date Taken = 11/16/2006 9:14:33 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak Ret Time Peak Area 
Number (min) Name  

1 1.88 Ethanol 560275 
2 2.65 t-Butanol 1416821 
3 3.21 n-Propanol 1749967 

3.5 4.0 4.5 5.0 

Today's Time = 1:02:41 PM 

VDH Headspace Alcohol 

Amount Headspace 
% WTA/OL Conversion 

0.1250 
1.0202 
1.0000 

0.1020 
0.8327 
0.8162 

Printed on 11/16/2006 1:02:41 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 

800 

600 

400 

200 

1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 11/16/2006 
Bound File Name = a id 11406.0031.RAW 
Sample Name = 0.1 
Date Taken = 11/16/2006 9:29:34 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal 

Peak Ret Time Peak 
Number (min) Name 

Area 

Today's Time = 1:02:43 PM 

VDH Headspace Alcohol 

Amount Headspace 
% WTA/OL Conversion 

1 1.87 Ethanol 564355 
2 2.65 t-Butanol 1440287 
3 3.21 n-Propanol 1779915 

0.1238 
1.0196 
1.0000 

0.1010 
0.8322 
0.8162 

Printed on 11/16/2006 1:02:43 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000-
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1.0 1.5 2.0 2.5 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 11/16/2006 
Bound File Name = alc111406.0032.RAW 
Sample Name = 0.1 
Date Taken = 11/16/2006 9:44:34 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal 

Peak Ret Time Peak Area 
Number (min) Name 

3.0 3.5 4.0 4.5 5.0 

Today's Time = 1:02:45 PM 

VDH Headspace Alcohol 

Amount Headspace 
% WTA/OL Conversion 

1 1.88 Ethanol 533902 
2 2.65 t-Butanol 1361639 
3 3.21 n-Propanol 1683660 

0.1238 
1.0190 
1.0000 

0.1011 
0.8317 
0.8162 

Printed on 11/16/2006 1:02:46 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 H 

800 

600 

400 

200 H 

CN 
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Cvi 
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s \— 
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M I , i 

1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 11/16/2006 
Bound File Name = a id 11406.0033.RAW 
Sample Name = 0.1 
Date Taken = 11/16/2006 9:59:41 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

2.5 3.0 3.5 4.0 4.5 5.0 

Today's Time = 1:02:48 PM 

VDH Headspace Alcohol 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

1 
2 
3 

1.88 
2.65 
3.21 

Ethanol 
t-Butanol 
n-Propanol 

539584 
1381779 
1711234 

0.1231 
1.0175 
1.0000 

0.1005 
0.8304 
0.8162 

Printed on 11/16/2006 1:02:48 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1200 

1 0 0 0 H 

800 

600 

400 H 

200 H 

1.0 1.5 2.0 2.5 

Format File Name = Alcohol4-JFH.met.FMT 835 

Today's Date = 11/16/2006 
Bound File Name = a id 11406.0034.RAW 
Sample Name = CCS 
Date Taken = 11/16/2006 10:14:43 AM 
Method file = BloodAlcohol4.met 
Calibration file = BloodAlcohol4.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Today's Time = 1:02:50 PM 

VDH Headspace Alcohol 

Calibration Version = 835 

Area Amount 
% WTA/OL 

1 
2 
3 

1.88 
2.65 
3.21 

Ethanol 
t-Butanol 
n-Propanol 

374269 
1433316 
1752864 

0.0834 
1.0303 
1.0000 

Printed on 11/16/2006 1:02:50 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1200 

1000 i 

800 

600 H 

400 

200 

1.0 1.5 2.0 2.5 

Format File Name = Alcohol4-JFH.met.FMT 835 

Today's Date = 11/16/2006 
Bound File Name = a id 11406.0035.RAW 
Sample Name = CCS 
Date Taken = 11/16/2006 10:29:40 AM 
Method file = BloodAlcohoW.met 
Calibration file = BloodAlcohoW.cal 

Peak Ret Time 
Number (min) 

Peak 
Name 

Today's Time = 1:02:53 PM 

VDH Headspace Alcohol 

Calibration Version = 835 

Area 

5.0 

Amount 
% WTA/OL 

1 
2 
3 

1.88 
2.65 
3.21 

Ethanol 
t-Butanol 
n-Propanol 

384983 
1455925 
1821074 

0.0825 
1.0074 
1.0000 

Printed on 11/16/2006 1:02:53 PM Page 1 of 1 


